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ABSTRACT
Edge illumination X-ray phase-contrast tomography (EIXPCT) is an imaging technique that estimates the
spatially variant X-ray refractive index and absorption distribution within an object while seeking to circumvent
the limitations of previous benchtop implementations of X-ray phase-contrast tomography. As with grating-
or analyzer-based methods, conventional image reconstruction methods for EIXPCT require that two or more
images be acquired at each tomographic view angle. This requirement leads to increased data acquisition times,
hindering in vivo applications. To circumvent these limitations, a joint reconstruction (JR) approach is proposed
that concurrently produces estimates of the refractive index and absorption distributions from a tomographic
data set containing only a single image per tomographic view angle. The JR reconstruction method solves a non-
linear optimization problem by use of a novel iterative gradient-based algorithm. The JR method is demonstrated
in both computer-simulated and experimental EIXPCT studies.
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1. INTRODUCTION
Edge illumination X-ray phase-contrast tomography (EIXPCT), also called coded aperture phase-contrast to-
mography, is a phase-contrast tomography (PCT) technique that is readily used in a laboratory setting.1 PCT
estimates the spatially variant distribution of the complex-valued X-ray refractive index distribution n = 1−δ+iβ,
where δ and β denote the refractive index and absorption, respectively. Compared with other PCT technolo-
gies that were being developed for use with synchrotrons,2,3 EIXPCT is compatible with standard commercial
laboratory-based X-ray equipment.1 The conventional two-step reconstruction algorithm for the EIXPCT system
requires that two or more images are acquired at each tomographic view angle for the first phase-retrieval step.
This requirement prolongs the data-acquisition time and increases the radiation dosage. Single-shot methods
that can remove the need to acquire multiple images per view angle are highly desirable in EIXPCT because they
can lead to reduced imaging times and radiation doses, thus facilitating in vivo applications. Previously proposed
single-shot EIXPCT methods require restrictive assumptions. For example, scanning geometry assumptions re-
quire the incident X-ray wave to be parallel beam.4 Object uniformity assumptions require the objects to be
homogeneous and the ratio between the absorption and refractive index to be constant for the whole object.5
Another single-shot method requires use of an energy-sensitive detector.6
To circumvent these requirements, a joint reconstruction (JR) approach is proposed that concurrently pro-
duces estimates of the refractive index and absorption distributions from a tomographic data set containing only
a single image per tomographic view angle. The need for multiple measurements as well as a phase retrieval
step at each view angle can be removed by directly exploiting the full tomographic data. This algorithm does
not require any assumptions or restrictions concerning the object’s material uniformity, the scanning geometry,
or the detector type. To accomplish this, the JR method solves a non-linear optimization problem by use of a
novel iterative gradient-based algorithm.
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2. IMAGING MODEL
The basic setup for an EIXPCT system is described as follows.7 Two masks, denoted by A1 (sample mask) and
A2 (detector mask), are employed to provide an edge-illumination setup that permits measurement of phase-
contrast signals. The sample is placed immediately after sampling mask A1. When the relative positions of the
two parallel masks are changed, different parts of the incident X-ray beam fall onto the sensitive area of the
detector, encoding differential phase information in the X-ray wave intensity. If we denote the distance from the
source to A1 as zso and the distance between A1 and A2 as zod, then A1 can be translated to select the operating
regime of the system. The relative displacement of the two masks after the translation is denoted by ∆ξ.
Let β(r) and δ(r) represent the absorption and refractive index distributions, respectively. The stationary
reference coordinate system is described by r = (x, y). In a tomographic scan, the origin of the reference system is
the rotation center. A rotated coordinate system (xr, yr) is related to the reference system by xr = x cos θ+y sin θ,
yr = y cos θ + x sin θ, where the tomographic view angle θ is measured from the positive x-axis.
For an incident parallel beam or an incident spherical wave in the paraxial limit, the beam propagates in the
direction of the positive xr-axis. Let H denote the two-dimensional (2D) Radon transform operator:
H(θ, yr;β) =
∫
L(yr,θ)
β(r)dxr, (1)
where L(yr, θ) denotes a line that is parallel to the xr-axis and goes through (0, yr). Let D denote the first-order
derivative with respect to the detector coordinate yr of the 2D Radon transform:
D(θ, yr; δ) = ∂
∂yr
H(θ, yr; δ) = ∂
∂yr
∫
L(yr,θ)
δ(r)dxr. (2)
When imaging soft tissue, the forward model for EIXPCT can be expressed as7
I∆ξ(θ, yr;β, δ) = exp
(
−2pi
λ
H(θ, yr;β)
)[
ITC(∆ξ)− zod
M
D(θ, yr; δ)I ′TC(∆ξ)
]
, (3)
where I∆ξ is the measured intensity corresponding to mask displacement ∆ξ normalized by the incident X-ray
wave intensity, I ′TC(∆ξ) denotes the 1-st order derivative of ITC(∆ξ), λ is the wavelength of the incident beam,
and M = (zso+zod)/zso is a magnification factor. The function ITC(∆ξ) is referred to as the illumination curve,
and is acquired by a separate air-scan calibration procedure.7
Define
A∆ξ ≡ ITC(∆ξ), B∆ξ ≡ zod
M
I ′TC(∆ξ), (4)
and note that A∆ξ and B∆ξ are constants that can be determined after the calibration procedure. The optimal
choice of ∆ξ has been discussed by Munro et. al.7 For single-shot imaging, no translation of the mask is required
and ∆ξ = η1P/2M .
7 In terms of these quantities, the forward model can be re-expressed as
I∆ξ(θ, yr;β, δ) = exp (−kH(θ, yr;β)) [A∆ξ −B∆ξD(θ, yr; δ)] , (5)
where the wave number k = 2pi/λ. The goal of joint image reconstruction is to determine estimates of δ(r) and
β(r) by inverting Eq. (5) from the single-shot measurement data I∆ξ(θ, yr;β, δ) acquired at view angles θ ∈ [0, 2pi).
3. IMAGE RECONSTRUCTION
A discrete imaging model needs to be established so that the inverse problem can be solved numerically. Let the
vectors
β = [β1,1, β1,2, ..., β1,Nx , β2,1, ..., βNx,Ny ]
T ∈ RN (6)
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and
δ = [δ1,1, δ1,2, ..., δ1,Nx , β2,1, ..., δNx,Ny ]
T ∈ RN (7)
represent the values of the absorption and refractive index sampled at the N = NxNy vertices ri,j = (xi, yj)
(i = 1, 2, ..., Nx and j = 1, 2, ..., Ny) of a Cartesian grid. Let
I(β, δ) = [I(θ1, yr1;β, δ), I(θ1, yr2;β, δ), ..., I(θ1, yrQ;β, δ),
I(θ2, yr1;β, δ), I(θ2, yr2;β, δ), ..., I(θ2, yrQ;β, δ), ...
I(θP , yr1;β, δ), I(θP , yr2;β, δ), ..., I(θP , yrQ;β, δ)]
T ∈ RPQ (8)
denote the stacked measured intensity data, where θp (p = 0, 1, ..., P ) denote P tomographic view angles, and
yrq (q = 0, 1, ..., Q) denote the Q detector positions in the rotated coordinate system. Let H ∈ RN → RPQ
and D ∈ RN → RPQ denote the discretized 2D Radon transformation operator and its first-order derivative,
respectively. Then,
[I(β, δ)]i = exp
(
−2pi
λ
[Hβ]i
)
[A∆ξ −B∆ξ[Dδ]i] , (9)
where i = 1, 2, ..., PQ denotes the index of the measured intensity data point.
Joint image reconstruction can be formulated as the following non-linear optimization problem:
(β˜, δ˜) = arg min
β˜,δ˜
f(β˜, δ˜), (10)
where β˜ and δ˜ denote estimates of β and δ. In this study, objects are reconstructed by minimizing the square
error between the estimated intensity and the experimentally measured intensity. Specifically, the objective
function f(β, δ) is assumed to be of the form
f(β, δ) = ||Im − I(β, δ)||2 +R(β, δ). (11)
Here, Im denotes the measured data and I(β, δ) denotes the simulated measurement data obtained by use of
Eq. (5) for a given choice of β and δ. The penalty term R(β, δ) can be designed to appropriately regularize the
inverse problem, which is generally ill-posed. The studies below employed a differentiable total variation (TV)
penalty.8
A batch gradient algorithm was developed to solve Eq. (10), with the pseudocode provided in Alg. 1. A
simple stopping rule based on the value of the objective function was employed. The derivatives of R(β˜, δ˜) for
the case of a differentiable TV penalty have been proposed elsewhere.8
Algorithm 1 Joint reconstruction of β and δ using a batch gradient algorithm
1: Read in measured data I
2: Initialization of β˜(0) and δ˜(0); k ← 0
3: while stopping criterion is not satisfied do
4: k ← k + 1
5: Calculate the intensity data I(β˜(k), δ˜(k))
6: Compute cost function ||Im − I(β˜(k), δ˜(k))||2 +R(β˜(k), δ˜(k))
7: dβ˜ ← −∇β˜||Im − I(β˜(k), δ˜(k))||2 +∇β˜R(β˜(k), δ˜(k)) {∇β˜ denotes the derivative w.r.t. β˜}
8: dδ˜ ← −∇δ˜||Im − I(β˜(k), δ˜(k))||2 +∇δ˜R(β˜(k), δ˜(k)) {∇δ˜ denotes the derivative w.r.t. δ˜}
9: (β˜(k+1), δ˜(k+1))← (β˜(k), δ˜(k)) + τ(dβ˜,dδ˜) { τ is the step size obtained by a line search method}
10: end while
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4. SIMULATION STUDIES
Computer-simulation studies were employed to demonstrate and validate the proposed image reconstruction
method. In the computer-simulation study, a 256×256 pixel artificial beetle phantom adapted from a real beetle
object1 was employed to represent spatially variant distributions of the absorption and refractive index. The
magnitudes of the absorption and refractive index values were on the orders of 10−10 and 10−7, respectively. The
ratio of the absorption and refractive index was pixel dependent and not a constant over the whole image. Each
element in the phantom represented a physical size of 10µm× 10µm. A monochromatic X-ray parallel beam of
10−10 m wavelength (i.e., 12.4 keV) was assumed to radiate the object. The two masks were positioned so that
zso = 1.6m and zod = 0.4m. By use of Eq. (3), measurement data corresponding to 720 tomographic views that
were evenly distributed over 360 degrees were computed. The detector was assumed to contain 400 pixels 10µm
wide. In these preliminary studies, no stochastic noise was added to the measurement data. The illumination
curve was obtained from previous experimental data.7 For the optimal mask displacement ∆ξ = 8µm, the
value of ITC and the corresponding gradient I
′
TC were determined from the illumination curve as ITC = 0.5 a.u.
(arbitrary units), and I ′TC = −4×104m−1. Algorithm 1 was employed to reconstruct estimates of δ(r) and β(r).
The algorithm was terminated when the value of the cost function fell below 0.008. No penalty was employed in
the reconstruction algorithm because noise was absent.
(a) (b) (c)
(d) (e) (f)
Figure 1: Reconstructed images from noise-free simulated measurement data. (a) Reconstructed absorption
distribution; (b) true absorption distribution; (c) the difference between (a) and (b); (e) Reconstructed refractive
index distribution; (f) true refractive index distribution; (g) the difference between (e) and (f);
Figure 1 shows reconstructed images from computer-simulated data. For the absorption, the mean square
error (MSE) of the reconstructed distribution is 1.9 × 10−22. For the refractive index, the corresponding MSE
is 9.4× 10−17. These values are small compared with the actual intensity of the absorption and refractive index
distribution. These results confirm the feasibility and accuracy of joint reconstruction under idealized conditions.
5. EXPERIMENTAL STUDIES
An experimental data set of a chicken bone sample produced by use of a benchtop EIXPCT system was also
employed.4 The mean energy employed in the imaging studies was 17 keV. Tomographic data were acquired over
a 360◦ range, with an angular spacing of 0.5◦. The imaging process involved eight dithering steps4 to increase
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(a) (b)
Figure 2: (a) Reconstructed absorption image for experimental chicken bone data. (b) Reconstructed refractive
index image for experimental chicken bone data.
data resolution at the sub-pixel scale. The results produced from experimental data are shown in Fig. 2, where
detailed features in the images are visible.
Note that in this specific case dithering was used to increase the spatial resolution in the final image to
sub-pixel levels. Consequently, the same tomographic view angle was shot eight times, but the multiple shotting
does not undermine the merit of the fast acquisition. The above reconstruction results still suggest that if a
resolution equal to the pixel size can be considered sufficient, or the experimental setup can be further improved
so that dithering is no longer needed for a super-resolution image, the joint reconstruction of absorption β and
refractive index δ from single-shot measurement data is feasible in a practical scenario.
6. CONCLUSIONS
A non-linear, gradient-based, joint image reconstruction algorithm for single-shot EIXPCT has been developed
and investigated. This method is more general and practical because it does not require restrictive assumptions
about the scanning geometry4 or object,5 or require use of an energy-sensitive detector.6 The method was
validated by use of both computer-simulated and experimental EIXPCT data.
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